Surveillance for infections associated with vascular catheters.
Intravascular devices are the source of most primary bloodstream infections. Unfortunately, there are few studies that demonstrate how surveillance for catheter-related infection should be done. This article attempts to provide infection control personnel with information necessary to develop such surveillance.